From: 

Salemi, Charles (DPH) 

Sent: 

Monday, January 30, 2012 11:30 AM 

To: 

Piro, Peter (DPH); Saunders, Della (DPH); Corbett, Kate (DPH); Glazer, Lisa (DPH); 
Renczkowski, Daniel (DPH); Medina, Nicole (DPH) 

Cc: 

Frasca, Daniela (DPH); Lawler, Michael (DPH); Lleshi, Hevis (DPH); Tran, Mai (DPH); 
Khan, Annie (DPH) 

Subject: 

RE: submission of vials to Mass Spec 


Hi everyone, I want to remind all chemists prepping samples that they are to submit vials to the GC/MS Lab on a daily 
basis. For individual cases having many vials, then the vials can be held for 1-2 days and submitted together. Those 
cases having singeltons or 2-3 vials should be submitted as soon as they are prepped. Chemists will not hold on to vials 
and then submit a large number to the MS lab once a week. This is inefficient for the MS lab, and therefore the entire lab. 
If anyone has any questions or concerns, please let me know. CBS 


From: Piro, Peter (DPH) 

Sent: Thursday, September 15, 2011 11:00 AM 

To: Saunders, Della (DPH); Corbett, Kate (DPH); Glazer, Lisa (DPH); Renczkowski, Daniel (DPH); Medina, Nicole (DPH) 
Cc: Salemi, Charles (DPH) 

Subject: Change to the GC/MS Drugs Method 

To All Operators, 

Due to the increasing occurrence of noscapine in heroin submissions, the Drugs method will be extended by 3 minutes to 
prevent this late eluterfrom appearing in the blanks or the next sample of a multiple. 
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